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X-RiteDot (FlexoDot) Traceability Flow Chart

X-Rite establishes three Standard
FlexoDot instruments (ID # 12693,

12694 and 12695) which are compared
to each other for accuracy and to

maintain instrument baseline
agreement.

The Standard FlexoDot
instruments are placed into

X-Rite's Standards Database
on an annual calibration cycle.

X-Rite establishes three
Secondary Standard

FlexoDot Production Verification
Plates (ID # 12717, 12718 and
12719) made of Dupont Cyrel

material.

The Secondary Standard
FlexoDot Plates are placed into
X-Rite's Standards Database
on an annual calibration cycle.

X-RiteDot Standard Instruments
transfer percent dot values from

Secondary FlexoDot Standard (ID#
12717, 12718 and 12719) to the

Working Standard FlexoDot plate per
work instruction QWI05-305.

X-Rite FlexoDot Production
Instrument tested for accuracy

using Production Working Standard
FlexoDot plate per SPP CTP 50

X-Rite Flexo Final Test Procedure.

X-Rite FlexoDot Service
Instrument tested for accuracy
using Service Working Standard
FlexoDot plate per SPP CTP 50

X-Rite Flexo Final Test Procedure.


