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X-Rite 962 Series Color Reference Traceability

X-Rite selected a BCRA CCS II
tile set (ID# 12047) to be set

aside as a master

X-Rite measures color tile set
(ID# 12047) using master 964

instruments

Measurements establish
internal traceability
and center point for

inter-instrument agreement

Master Color Set (ID# 12047)
is placed into X-Rite

Calibration Recall Database

Master Color Tile Set (ID# 12047)
used to create and maintain

Working Standard Color Tile Set
(ID# 2959) per QWI05-194 Quality

Work Instruction

Working Standard Color Tile Set
(ID# 2959) is used in

SPP962-00-01 Final Test
Procedure

Inter-instrument Agreement Color
Test Perfomance Results are

recorded on Certificate of
Calibration


